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We present a novel ultra-high resolution Raman spectroscopy technique based in a Fabry-Pérot/triple
spectrometer tandem with multichannel acquisition. We describe the system, detail the calibration
process, and experimentally test the technique, showing that effective finesses in excess of 1000 are
possible. The technique is specifically tailored for low intensity, complex and spectrally extended
Raman spectra, providing shorter acquisition times with respect to similar tandem systems with
monochannel detectors. © 2014 AIP Publishing LLC. [http://dx.doi.org/10.1063/1.4861345]
I. INTRODUCTION
In the last 30 years Raman spectroscopy has developed
into a powerful tool to study acoustic vibrations in nanos-
tructures, both for the characterization of the nanostructure
and the phonons themselves.1–3 Experimental studies have
been extensively presented in which the acoustic Raman spec-
trum in the 3–100 cm−1 range has provided information about
the properties of the materials that form a nanostructure, and
about the interaction between light, electrons, and sound in
these systems.4–7
In most of the cases the resolution of a standard high res-
olution Raman spectrometer is enough to obtain the desired
information. As a reference, a triple Raman spectrometer in
additive configuration has an optimal resolution in the near-
infrared of ∼0.2 cm−1 (∼25 μeV). This number can be com-
pared, for example, to the typical separation of around 2 cm−1
between the Raman peaks found in a semiconductor superlat-
tice designed to study terahertz phonons.5 Unfortunately, in
many interesting experiments this resolution is only of lim-
ited utility. Problems like the study of the width and profile
of an acoustic Raman peak,8 the characterization of complex
non-periodic structures through their Raman spectrum,9 or
the analysis of the isotopic effects in gases10 and ultra-pure
crystals11, 12 require a resolution close to 0.01 cm−1 or better.
Other investigations that could benefit from higher resolution
optical spectra include the study of donors/acceptors energies
in semiconductors through photoluminescence,13, 14 the anal-
ysis of anharmonic effects in optical phonons,15 and the char-
acterization of single molecules via surface enhanced Raman
scattering (SERS).16, 17 This would normally involve the use
of specific ultra-high resolution Raman spectroscopy systems,
like double spectrometers of very long focal distance12, 18 or
one of several Fabry-Pérot (FP)19, 20 and FP/spectrometer tan-
dem configurations.21, 22 However, although they can provide
a very good resolution, the former can be expensive, have a
small throughput and can be unstable, while the latter are slow
and are usually conceived to measure small spectral windows.
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We present in this article a new ultra-high resolution
Raman spectroscopy technique based in a Fabry-Pérot/triple
spectrometer tandem with multichannel acquisition, which
overcomes several of these problems. The system was de-
veloped specifically to measure low intensity, complex and
spectrally extended acoustic Raman spectra.8 Accordingly,
the design objective of the technique presented here was to
obtain a resolution better than 0.01 cm−1 (1.25 μeV) with-
out compromising the high sensitivity and the wide spectral
window of a standard Raman spectrometer with multichan-
nel acquisition. The key advance of this system with respect
to previous FP/spectrometer tandems21, 22 is its ability to fol-
low simultaneously and independently the intensity of several
transmission modes of the FP through the use of an extended
multichannel detector. In this way, the long acquisition times
required by a similar system with monochannel acquisition
are reduced to a single measurement in which all the spectral
ranges of interest are acquired in parallel.
In Sec. II we will describe the tandem system and its
working principle. The procedures for energy calibration, tun-
ing, and resolution estimation of the system will be detailed
in Sec. III. Finally, in Sec. IV we will present some experi-
mental results that show the capabilities of this new system
for ultra-high resolution Raman scattering.
II. THE FP/TRIPLE SPECTROMETER/CCD TANDEM
As shown in Fig. 1, the system is composed of a single-
pass Fabry-Pérot interferometer19 coupled to a triple spec-
trometer Dilor XY800 in additive configuration. The light to
be analyzed is collected from the sample by the lens Lcol, fil-
tered through the FP, and then focused by the lens Lin into the
entrance slit of the spectrometer. The FP contains two high
quality (λ/200) dielectric mirrors for the near-infrared (97%
peak reflectivity centered either at 730 or 840 nm), which are
kept parallel at a fixed distance dfp by three high quality cylin-
drical silica spacers (Table I). The diameter of the useful aper-
ture of the system is 4 cm, helping to the collection of low
Raman signals. The mirrors are enclosed into a sealed
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FIG. 1. Scheme of the Fabry-Pérot/spectrometer tandem. The light collected
from the sample is filtered by the Fabry-Pérot interferometer before being an-
alyzed by the triple spectrometer. Reprinted with permission from AIP Conf.
Proc. 1199, 169 (2010). Copyright 2009 AIP Publishing LLC.31
chamber connected to a gas distribution and vacuum system,
which allows for the control of the pressure and composition
of the gas inside it. In all the experiments presented here the
gas inside the FP chamber was pure nitrogen. The triple spec-
trometer is equipped with a Charge-Coupled Device (CCD)
multichannel detector, cooled with liquid nitrogen down to
140 K to minimize thermal noise. This is specially important
in view of the low signals to be acquired, typically of the order
of 1 to 10 counts/s.
A FP interferometer has defined resonant modes due to
the interference of the light reflected back and forth between
both mirrors. When used as a light filter its transmission co-
efficient is given by the Airy function19
T = TM
1 + 4R(1−R)2 sin2
(
φ
2
) , (1)
with TM the maximum transmission, R the reflectivity of each
mirror (assumed equal in this example), and
φ = 4πngdfp cos(β)
λL
. (2)
Here ng is the refractive index of the gas between the mirrors,
dfp their separation, λL the wavelength of light in vacuum, and
β the incidence angle. Based on the experimental conditions
used we will consider from now on only normal incidence (β
= 0).
The function in Eq. (1) is essentially a series of peaks
of quasi-Lorentzian profile with maxima at the wavelengths
such that
φ = 2πm ⇒ σL(m) = 1
λL(m)
= m
2ngdfp
. (3)
The energy separation between maxima, i.e., the free spectral
range
FSR = σL(m + 1) − σL(m) = 12ngdfp ∀m ∈ N (4)
TABLE I. Description of the two sets of silica spacers used in this work. dfp
is the actual length of the spacers, which appears in Eq. (2). The free spectral
range (FSR) is calculated from Eq. (4).
Nominal length (cm) dfp (cm) FSR in vacuum (cm−1)
0.6 0.6011 ± 0.0003 0.8318 ± 0.0004
1.0 1.0325 ± 0.0005 0.4843 ± 0.0002
of the FP, is a constant value dependent only on the distance
dfp and the refraction index ng.23 For the experiments de-
scribed here two sets of spacers of different sizes and, conse-
quently, two different FSRs, were used (Table I). We will see
latter in Sec. III C that the choice of dfp results from a compro-
mise between the resolution required by the experiment and
the intrinsic resolution of the multichannel spectrometer.
The procedure to acquire a spectrum using the
FP/spectrometer/CCD tandem is outlined in Fig. 2. Let us as-
sume that the solid line in panel (a) is the real spectrum we
want to measure. The vertical dotted lines show the central
position of each pixel of the CCD, separated by 0.09 cm−1
(the total energy range shown is 1.7 cm−1). The resolution
of the spectrometer, ideally 2−3 pixels (∼0.2−0.3 cm−1), is
clearly not enough to measure the real profile of the peak.
If we collect the light coming from the sample and filter it
through the FP, the spectrum we should theoretically obtain
is the one simulated in panel (b) with a solid line: a series of
peaks separated by the FSR, with the intensity of each peak
modulated by the spectrum to be measured. The position of
the FP transmission peaks will be determined by the refrac-
tive index ng of the gas inside the FP through Eq. (3). This
index can be modified by varying the pressure of the gas, pro-
ducing a linear shift in the energy of the peaks as a function
of pressure (see Sec. III A below).
For the chosen values of R and dfp, the width of the trans-
mission peaks of the FP is much smaller than the resolution of
the spectrometer (see Sec. III C), but the FSR is larger than
this resolution. Under this condition, after it is acquired by the
CCD the spectrum simulated in panel (b) results in the solid
curve in (c): a series of peaks separated by the FSR but with a
width that is given by the resolution of the spectrometer.24 As
long as the peaks can be distinguished in the measured spec-
trum, we can assign the total intensity of each peak, i.e., the
shaded (white) area in (c), to the intensity transmitted through
the corresponding mode of the FP, shown with the large full
(empty) circle in (d). Plotting the total area below each peak
as a function of the gas pressure, for example, we are then able
to reconstruct the original spectrum from a series of measure-
ments, as shown by the light dots in panel (d).
This simple example highlights one of the most important
advantages of this method: for each gas pressure we obtain
simultaneously as many points of the final spectrum as trans-
mission peaks of the FP are inside the energy range measured
by the CCD. Two peaks are shown in Fig. 2 for simplicity, but
in a real situation this number is at least 10 and can be as large
as 200, depending on the experimental condition. We will see
in Sec. III C that the resolution of a FP strongly depends on
the FSR. In a system with monochannel acquisition, where
only one peak at a time is measured, this implies a direct cor-
relation between the total spectral range to be measured, the
resolution, and the acquisition time. A doubling of the energy
range, for example, requires either a doubling of the acqui-
sition time (if two consecutive FSRs need to be measured)
or a reduction to the half of the resolution (if a FSR twice
larger is used). In the system presented here, it is enough to
continuously shift the energy of the FP peaks by a single FSR
(whatever its size) to measure the full spectrum at the desired
resolution. When the spectra are complex, this disconnection
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FIG. 2. Different stages on the reconstruction of the Raman spectrum using the FP/spectrometer/CCD tandem. Vertical dotted lines in (a) and (c) represent
the position of the CCD pixels. The curve in (a) shows the real spectrum to be acquired, the solid line in (b) corresponds to the expected intensity after it has
been filtered by the FP for a certain gas pressure. Panel (c) shows the filtered spectrum as measured by the spectrometer, the shaded (white) area corresponds to
the full (empty) circle in (d). Changing the gas pressure allows for the acquisition of the full spectrum (light dots in (d)). Panels (c) and (d) correspond to real
experimental data from Ref. 8 (16-period sample). All four panels have the same horizontal total energy scale of 1.7 cm−1 (see the text for details).
between the FSR (and hence, the resolution) and the total
spectral range to be measured is a fundamental improvement
with respect to similar methods.21, 22
III. CALIBRATION AND TUNING OF THE TANDEM
The method presented here requires the ability to shift
and track the energy of the FP transmission modes in order to
reconstruct the full spectrum from each measured point. How-
ever, the resolution of the triple spectrometer is not enough to
define the exact position of the modes with the required pre-
cision, and an external control variable (independently cali-
brated to an energy scale) must be used to recover the energy
of each point of the spectrum. We will present in Secs. III A
and III B two possible methods to control and shift the energy
at which each data point is measured: to change the pressure
of the gas inside the FP, shifting the transmission modes; and
to tune the energy of the laser, shifting the Raman spectrum.
In Sec. III C, we will discuss how the resolution of the tandem
can be both estimated a priori and experimentally measured.
A. Gas pressure tuning
The standard method used to control the energy of the
transmission modes in FP systems with big apertures and mir-
rors is to change the pressure of the gas inside the FP chamber.
On these systems, precisely moving the mirrors to change dfp
is impractical.20–22 On the system presented here, the pressure
is varied using a needle valve as a controllable leak between a
high pressure reservoir and a vacuum buffer connected to the
FP. The pressure is measured close to the FP chamber in or-
der to minimize any flow impedance contribution. Although
the relationship between energy and gas pressure is approxi-
mately linear, we will see that several conditions must be ful-
filled for this to be valid.
Let us consider again Eq. (3), but now fixing the wave-
length at a value λL. We would like to know for which pres-
sure pm of the gas inside the FP the transmission mode m is
exactly at wavelength λL. If the refractive index of the gas is a
function of wavelength, pressure, and temperature T we will
have that
ng(λL, pm+r , T ) − ng(λL, pm, T )
= (m + r) λL
2dfp
− m λL
2dfp
= r λL
2dfp
(5)
for two modes m and m + r. The dependence of ng with pres-
sure for a dry gas can be expressed in a very good approxima-
tion by25
ng(λL, p, T ) − 1 = [nstp(λL) − 1][C1(T )p + C2(T )p2],
(6)
where nstp is the refractive index in standard conditions (15 ◦C
and 1 atm). C1 and C2 are the functions only of T and de-
pend on the particular gas, but for standard dry air (78% N2)
close to room temperature they are such that |C2/C1|p  5
× 10−4 for p 1 atm.25 Under these conditions, the quadratic
term can be neglected and
ng(λL, pm+r , T ) − ng(λL, pm, T )
 [nstp(λL) − 1]C1(T )(pm+r − pm), (7)
with an error lower than 0.05%. Defining an effective constant
A(λL, T ) = [nstp(λL) − 1]C1(T ), (8)
we finally obtain
pm+r − pm  r λL2dfpA(λL, T ) . (9)
Following this equation, a way to measure the parameter
A is to send a laser of known wavelength through the FP inter-
ferometer, looking for the pressures pm+r at which the trans-
mission reaches a maximum. Here, m is an arbitrary number,
usually unknown. Fig. 3 shows an example of this procedure
for pure nitrogen at room temperature, using the spacers of
nominal length dfp ∼ 0.6 cm (see Table I) and a laser with λL
= (755.58 ± 0.10) nm. From the slope of the curve we calcu-
late in this case A = (3.626 ± 0.002) × 10−7 Torr−1. Notice
that in this experiment what is changing is the optical length
dfpng , and it is then necessary to know dfp independently to
obtain A.
Once we have measured A, we can go back to Eq. (3) and
express the energy position of a transmission mode of the FP
as a function of the pressure as
σL(m) = − m
2
(
n0g
)2
dfp
∂ng
∂p
∣∣
∣∣
p0
p + · · ·
= − σ
0
L(m)
1 + A[λ0L(m), T
]
p0
A
[
λ0L(m), T
]
p + · · · ,
(10)
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FIG. 3. Calibration of the A(λL, T) parameter for pure nitrogen at room tem-
perature, using dfp ∼ 0.6 cm and λL = (755.58 ± 0.10) nm. From the slope of
the curve we calculate A = (3.626 ± 0.002) × 10−7 Torr−1. The inset shows
the residuals of the linear fitting.
where σL(m) = σL(m) − σ 0L(m) and p = p − p0. σ 0L(m)
= λ0L(m)−1 and n0g = ng[λ0L(m), p0, T ] are, respectively, the
energy of the FP mode m and the refraction index of the gas at
a reference pressure p0 (the average pressure during the exper-
iment, for example). In a typical experiment |p| 100 Torr,
and it follows that the terms higher than linear can be disre-
garded as they introduce corrections that are at least an order
of magnitude smaller than the precision with which A can be
measured. Assuming we stay in this linear regime, from the
value of A(756 nm, 290 K) we obtained above it follows that
σL(m)
p
= (4.798 ± 0.003) × 10−3 cm−1/Torr
for an experiment performed around 500 Torr, at 756 nm and
room temperature. Notice that, according to Eq. (10), this cal-
ibration is independent of dfp.
We will finish this section by looking into the energy and
temperature dependence of A. Table II shows the refractive in-
dex of pure nitrogen in standard conditions for near-infrared
wavelengths, and Table III shows the same index as a func-
tion of temperature at 800 nm, both obtained from Ref. 26.
According to this data and Eq. (8), the change in A across the
full wavelength range should be of the order of 0.5%, and the
change with temperature of the order of 0.3%/◦C near room
temperature. This means that in a typical experiment, where
the energy range acquired is of the order of 10 to 100 cm−1
( 5 nm), the wavelength dependence of A can be disregarded
and an average value A(λ0L, T ) can be used in Eq. (10) for all
the FP modes m in the range considered. The temperature de-
pendence, on the other hand, means that a precise control of
the temperature of the gas is needed to maintain the precision
of the calibration during (and between) long experiments.
TABLE II. Wavelength dependence of the refractive index of pure nitrogen
in standard conditions (15 ◦C and 1 atm). Data taken from Ref. 26.
λL (nm) [nstp(λL) − 1] (× 10−4)
700 2.815
800 2.808
950 2.801
TABLE III. Temperature dependence of the refractive index of pure nitro-
gen at 800 nm and 1 atm. Data taken from Ref. 26.
Temperature (◦C) [ng(T) − 1] (× 10−4)
15 2.808
20 2.760
25 2.713
B. Laser tuning
In the gas tuning method described above the energy of
the spectrum to be measured is fixed, and the energy of the
transmission peaks of the FP is shifted with respect to it. This
method can be applied to measure any kind of optical spec-
trum. In the case of Raman scattering experiments, however,
there is an alternative option: to shift the energy of the exci-
tation laser while keeping the transmission peaks at a fixed
energy. The final result would be similar: a different point of
the spectrum would be acquired for each energy of the laser,
and the full spectrum can be reconstructed after changing the
energy of the laser by a FSR, as we described in Sec. II.
A prerequisite for this laser tuning method to work is
the capability to precisely control the wavelength of the ex-
citation laser. However, the developments in the past decade
in the area of single mode tunable laser diodes and stabi-
lized ring lasers have made this a relatively simple task. We
tested this method using a near-infrared Ti:Sapphire single
mode Spectra-Physics Matisse TS ring laser, the wavelength
of which can be locked to an external confocal cavity with a
precision better than 2 × 10−6 cm−1. The energy of this refer-
ence cavity, in turn, can be modified by applying a voltage to
the piezoelectric actuator that changes the distance between
its mirrors. Controlling this external voltage, this system al-
lows us to shift the laser energy by as much as 1.6 cm−1, with
a precision of the order of 10−4 cm−1.
As the relationship between the voltage applied to the ex-
ternal reference cavity and the laser energy is linear, the cali-
bration of the energy scale in this method is reduced to simply
measure the FSR of the FP in units of this control variable.
Keeping the gas pressure p and temperature T constant, the
transmission of the laser through the FP can be monitored to
find the voltage V (m) at which the laser energy matches the
energy of the mode m. Following Eq. (4), we can define a
conversion constant
B(λL, p, T ) = FSR
V (m + 1) − V (m)
= 1
2ngdfp [V (m + 1) − V (m)] . (11)
The dependence of B on the wavelength λL, the temperature T,
and the pressure p enters this equation through the refraction
index ng of the gas inside the FP. For a certain change V on
the voltage, the shift in laser energy will be then
σL = B
(
λ0L, p, T
)
V, (12)
where λ0L is the average laser wavelength during the
experiment.
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FIG. 4. Laser intensity transmitted through the FP as a function of the
voltage applied to the external reference cavity of the Spectra-Physics Ma-
tisse TS laser. Acquired at room temperature, 780 nm, 575 Torr, and us-
ing dfp ∼ 0.6 cm spacers. The separation between both transmission modes
is (232.1 ± 0.3) mV, resulting in a calibration coefficient B = (3.591 ±
0.005) cm−1/V.
Figure 4 shows, as an example, the transmission of the
FP with dfp ∼ 0.6 cm spacers measured using the Spectra-
Physics Matisse TS laser, at a constant pressure of 575 Torr
and room temperature. The voltage on the reference cav-
ity was changed a total 0.5 V following a linear ramp
of 0.001 mV/s, and the transmitted intensity was mon-
itored in the triple spectrometer CCD as a function of
time. Each of the intensity peaks corresponds to a differ-
ent FP mode, and the distance between them is (232.1
± 0.3) mV. From Eq. (11), this represents a conversion con-
stant B(780 nm, 575 Torr, 293 K) = (3.591 ± 0.005) cm−1/V.
The ideal case for an experiment performed using this
method is when the FP is in vacuum. In this case, ng is 1
and B becomes independent of λ0L and T. However, in prac-
tice this independence is maintained even when p > 0: the
refraction index data shown in Tables II and III correspond to
changes on B of the order of 0.0001% over a 200 nm range
and 0.0001%/◦C near room temperature, variations that are
much smaller than the precision with which B is measured.
This allows to use a single calibration coefficient for all the
wavelengths and temperatures, provided a precise control of
the pressure of the gas is present.27
The second main advantage of this method with respect
to the gas tuning method presented before is that the laser en-
ergy can be controlled more easily than the gas pressure, al-
lowing more flexibility in the measurements. For example, the
laser energy could be moved back and forth automatically be-
tween two limits in order to average multiple measurements.
Another option could be to shift the laser in discrete steps,
integrating for an arbitrary length of time at each step. Both
these scenarios would increase the signal to noise ratio of the
final spectrum, and would be more difficult to implement by
gas pressure control alone.28
Finally, this method has at least two disadvantages. On
the one hand, it requires extra hardware in the form of a (usu-
ally) more expensive laser. On the other hand, as the laser
energy is changing from point to point of the spectrum this
method cannot be used in Raman resonant conditions, unless
the width of the resonance is much larger than the total shift
of the laser (typically 1−2 times the FSR).
C. Resolution
There are several factors that should be taken into account
to define the resolution of the tandem for Raman scattering
experiments. First, the transmission modes of the FP have a
finite linewidth σ fp defined by the reflectivity of the mir-
rors, their surface quality, and relative separation and align-
ment. Second, the linewidth of the laser itself can make an
important contribution. And finally, experimental aspects as
the acquisition time per spectrum point and the rate of change
of the gas pressure or laser energy can add to the final result
if not chosen appropriately.
The transmission coefficient described in Eq. (1) corre-
sponds to an ideal FP. In this case, the full-width at half-
maximum (FWHM) of the transmission modes is given only
by the reflectivity of the mirrors and the distance dfp between
them,19 contributing to the final resolution with
σR  1 − R
π
√
R
FSR (13)
for R ∼ 1. For a reflectivity of 97% this width is ∼1% of the
FSR.
σ R can be interpreted as an homogeneous broadening.
In a real system, however, the distance between the mirrors
will vary from point to point due to imperfections on their
surfaces, resulting in a superposition of interference patterns
slightly shifted in energy (i.e., an inhomogeneous broaden-
ing). If we consider only the linewidth produced by this effect
it will be proportional to the relative change in dfp,19 resulting
σD  2d
λL
FSR. (14)
d is the typical size of the surface defects, of the order of
λL/100 or less for custom made interferometry mirrors.
The last important factor affecting the linewidth of the
FP modes is the angle of incidence. Even if we set β = 0,
the finite size of the light source and the aberrations of the
lenses determine a range of incident angles β for a single
wavelength. This introduces again an energy shift of the in-
terference pattern which is translated into a linewidth of19
σA  β
2
2λL
. (15)
For example, in the Raman experiments presented here the
typical diameter of the laser spot is 50 μm. Using a lens of
8 cm focal length to collect the scattered light the apparent
angle subtended by this spot is β ∼ 6 × 10−4. The resulting
mode linewidth at λL = 840 nm is σ A ∼ 2.3 × 10−3 cm−1,
at least two times smaller than the other contributions when
FSR  0.5 cm−1. The depth of field of the collection lens,
which should also add to this apparent angle, is irrelevant in
this case due to the very small depth (<1 μm) of the active
zone of the samples under study.
The exact profile and linewidth of the transmission peaks
cannot be known in advance without a detailed knowledge
of the surface defects of the mirrors, but it can be expected
that σ fp will be larger than any of the three contributions
and smaller than their sum.19 The theoretical values of these
contributions for the two FP spacers used in this work are
shown in Table IV, along with the maximum expected value
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TABLE IV. Theoretical and experimental values of the different contributions to the final resolution, including both the FP and laser linewidths, for the two
tandem configurations used in Sec. IV of this work (see text for further details and definitions). σ is given in 10−3 cm−1, and the theoretical values are calculated
for the central wavelength λL = 840 nm of one of the sets of mirrors. The single line Coherent laser used has a nominal linewidth σnomlas ∼ 2.5 × 10−6 cm−1,
experimentally negligible.
FP Laser Total experimental
Config. Spacers (cm) σR σD σA σmaxfp σexpfp σnomlas σexplas σexptotal F
A 0.6 8.1 8.3 2.3 18.7 10 ± 2 SPa 13.2 14.3 ± 1.7 20.5 ± 1.1 41 ± 3
B 1.0 4.7 4.8 2.3 11.8 8.2 ± 0.9 Cob . . . . . . 8.2 ± 0.9 59 ± 6
aSpectra-Physics 3900S (standing wave laser).
bCoherent MBR-110 (stabilized ring laser).
for σ fp, denoted by σmaxfp . In a first approximation (dis-
regarding σ A) the FP resolution results proportional to the
FSR. Consequently, the selection of dfp is dictated by a bal-
ance between maximizing the resolution (smaller FSR) and
being able to separate the transmission modes with the spec-
trometer (larger FSR). This balance will result in an increase
of the resolution of the tandem by a factor of the order of
FSR/σ fp with respect to the spectrometer alone (around 45
for the FP system used here).
Regarding the laser contribution, for the experiments
presented in Sec. IV we used two different near-infrared
Ti:Sapphire lasers: a Spectra-Physics 3900S standing wave
laser with two intra-cavity etalons, and a stabilized single
mode Coherent MBR-110 ring laser. The former has a nomi-
nal linewidth of σnomlas ∼ 13 × 10−3 cm−1, corresponding to
2 or 3 longitudinal modes of the laser cavity, while the lat-
ter has a linewidth of 2.5 × 10−6 cm−1 and can be consid-
ered as an energy delta function. These lasers were combined
with the two FP spacers in order to present two resolution
situations that are clearly different (see Table IV). Configura-
tion A is a “low” resolution configuration, with a large FSR
that allows to easily separate the contributions of the differ-
ent FP modes on the CCD. The optical construction of the
standing wave laser is also more versatile, facilitating energy
dependent experiments that require big wavelength changes.
The “high” resolution configuration B, on the other hand, has
a smaller FSR that is at the limit of the resolution of the
CCD, and has a negligible laser linewidth contribution, show-
ing the maximum resolution that can be achieved with the
system.
From an experimental point of view, once the energy
scale is calibrated as described in Secs. III A and III B, the
real resolution of the Raman system is obtained by measuring
with the tandem the intensity profile of the laser. The result of
this measurement will be the convolution of the profile of a FP
transmission mode and the profile of the laser, and will deter-
mine the resolution that can be obtained with that particular
laser-tandem combination in a Raman scattering experiment.
As an example, Fig. 5 shows the profile of the Spectra-
Physics 3900S laser at 755 nm, measured with the tandem
using the dfp ∼ 0.6 cm spacers (full circles). The experimen-
tal linewidth of the peak is in this case σexptotal = (0.0187
± 0.0008) cm−1. The peak can be accurately reproduced by a
Voigt profile (full line). If we associate the Lorentzian compo-
nent of the fit to the FP contribution and the Gaussian compo-
nent to the laser contribution, we can estimate their linewidths
to be σexpfp = 0.010 cm−1 and σexplas = 0.012 cm−1, respec-
tively. Table IV shows the results of repeating this laser fitting
procedure under different conditions along one month of Ra-
man scattering experiments. σexpfp , σ
exp
las , and σ
exp
total are
averaged over 19 measurements in the case of configuration
A, and over 11 measurements in the case of configuration B.
In the first case the total linewidth is consistent with a com-
bination of the laser and tandem contributions, while in the
second case the fitted profiles are clearly Lorentzian, as ex-
pected if the linewidth is produced only by the FP.
The average values for the total linewidth σexptotal and the
finesse F = FSR/σexptotal can be taken as a good estimation
of the typical resolution of each of the laser-tandem combina-
tions for Raman scattering measurements. However, as either
the FP modes energies (gas tuning) or the laser energy (laser
tuning) follow a linear dependence with time during the ex-
periment, the CCD acquisition time per spectrum point and
the resulting discretization of the energy scale should also be
taken into account when considering the final resolution.
Finally, we can define an effective finesse for the
FP/spectrometer/CCD tandem given by the relation between
the total spectral range acquired in a single experiment (sev-
eral FSRs) and σexptotal . This number will typically be of the
order of 10 to 100 times larger than the value of F presented
in Table IV, and it is a good representation of the advan-
tage of this system over standard tandems with monochannel
acquisition.
In
te
n
s
ity
-0.04 -0.02 0.00 0.02 0.04
Raman shift (cm-1)
FIG. 5. Experimental profile of the Spectra-Physics 3900S laser acquired at
755 nm and with the dfp ∼ 0.6 cm spacers (full circles). The fitting (full line)
corresponds to a Voigt profile with a total width of (0.0187 ± 0.0008) cm−1.
Reprinted with permission from AIP Conf. Proc. 1199, 169 (2010). Copyright
2009 AIP Publishing LLC.31
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FIG. 6. Raman scattering spectrum of a 1 THz semiconductor acoustic cavity
acquired with the spectrometer alone (dashed line) and with the tandem (solid
line). Data from Ref. 8 (12-period sample).
IV. EXPERIMENTAL TEST
This new technique was originally developed specifically
for the ultra-high resolution Raman scattering experiments
presented in Ref. 8, and has been used to study the life-
time and mode broadening of planar semiconductor acous-
tic cavities29 for the last few years.8, 30 We will present here
two examples of these results to show the capabilities of the
FP/triple spectrometer/CCD tandem regarding energy range
and resolution. Both examples were acquired using the gas
pressure tuning method.
For the first example, we present in Fig. 6 a comparison
of the Raman spectrum of a 1 THz semiconductor acoustic
cavity acquired both with a high resolution triple spectrometer
(dashed line) and with the tandem (solid line). The details of
the sample and acoustic phonons Raman peaks are outside the
scope of this paper and can be found in Ref. 8 (12-period sam-
ple). The wavelength of the laser, a Spectra-Physics 3900S,
was set at 756 nm. The FP interferometer was fitted with mir-
rors centered at 730 nm and dfp ∼ 0.6 cm spacers, and the gas
pressure change rate was around 1.4 Torr/min (total change of
145 Torr, centered at 475 Torr). The experimental resolution
of the full system including the laser was 0.02 cm−1, with a
FSR of 0.83 cm−1 (configuration A in Table IV). The higher
resolution of the tandem allowed in this case to determine
that the only resolution-limited peak in the top spectrum is
the one located at 33 cm−1 (the acoustic cavity mode), which
reduces from a linewidth of 0.30 cm−1 with the spectrome-
ter to its real linewidth of 0.16 cm−1 as measured with the
tandem.
Figure 6 shows only the central part of the total 27 cm−1
energy range acquired in the experiment. This corresponds to
approximately 33 times the FSR, representing an effective fi-
nesse of ∼1350 for this measurement. The size of this energy
range is limited by the triple spectrometer configuration and
its laser rejection capabilities, and it is not related to the tan-
dem technique itself. Essentially, if a certain energy range can
be measured using the spectrometer, exactly the same range
can be measured at a much higher resolution using the tan-
dem. The tradeoff to this increased resolution is the longer
acquisition time because of the lower throughput and the se-
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FIG. 7. Raman scattering spectrum of a 250 GHz semiconductor acoustic
cavity acquired with the spectrometer alone (dashed-dotted line), the tandem
with dfp ∼ 0.6 cm spacers and a standing wave laser (dashed line), and the
tandem with dfp ∼ 1.0 cm spacers and a single line ring laser (solid line). The
resolutions for each experiment are 0.19 cm−1, 0.02 cm−1, and 0.008 cm−1,
respectively.
quential nature of the measurement. In this case, the spectrum
taken with the spectrometer required only 10 s, while the tan-
dem spectrum is composed of 60 acquisitions of 120 s each
(∼2 h total). A traditional tandem system with monochannel
acquisition, however, would have taken close to 66 h to obtain
the same spectrum at an equivalent resolution.
The second example, presented in Fig. 7, allows to gauge
the maximum resolution that can be achieved with this sys-
tem. The three Raman scattering spectra correspond to a
250 GHz semiconductor acoustic cavity (details on the sample
and Raman spectrum will be published elsewhere). All three
spectra were taken at 856 nm, each one at a different resolu-
tion. The top spectrum (dashed-dotted line) was acquired with
the triple spectrometer at its highest possible resolution in ad-
ditive configuration (0.19 cm−1), while the other two were
acquired with the tandem using two different configurations.
For the middle spectrum (dashed line), the FP was fitted with
the dfp ∼ 0.6 cm spacers and the laser used was the Spectra-
Physics 3900S (0.02 cm−1 resolution and FSR of 0.83 cm−1).
For the bottom spectrum (solid line), dfp ∼ 1.0 cm spac-
ers and the single mode Coherent MBR-110 laser were used
(0.008 cm−1 resolution and FSR of 0.48 cm−1). In both cases
the FP mirrors were centered at 840 nm. These two configu-
rations correspond to configurations A and B in Table IV, re-
spectively. The total energy range acquired was only 2.2 cm−1
due to the strong stray-light coming from the laser at such low
Raman shifts (∼6 times the FSR at the highest resolution).
While the spectrum from the triple spectrometer shows
only two featureless resolution-limited peaks, the two other
spectra show details on the peak profiles that can only be
identified thanks to the extra resolution provided by the tan-
dem. On the one hand, the lower energy peak shows inten-
sity oscillations, which start to be visible in the middle spec-
trum and are very clear in the bottom one. These oscillations
are related to phonon interference effects and allow us to es-
timate a minimum coherence length for 250 GHz phonons.
The high energy peak, on the other hand, corresponds to the
acoustic cavity mode and its linewidth is directly related to
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its lifetime. This peak is still resolution limited in the central
spectrum (linewidth of 0.025 cm−1), and only with the high-
est resolution configuration the linewidth and lifetime of the
mode can be extracted reliably. In this latter case the FWHM
of the peak is 0.012 cm−1, and after detailed Raman sim-
ulations and a deconvolution of the experimental resolution
component we can estimate its true linewidth to be (0.0064
± 0.0013) cm−1.
Finally, it is important to notice that even if the tan-
dem requires much more time to acquire the Raman spectrum
in comparison with the spectrometer alone, the acquisition
time is generally independent of the spacer-defined resolution
(σ R and σD). This is achieved by selecting different rates
of gas pressure change to compensate for the different FSRs,
in this case of ∼3.6 Torr/min for the lower resolution config-
uration (total change of 235 Torr) and ∼1.9 Torr/min for the
higher resolution configuration (total change of 125 Torr). In
both cases the spectrum is composed of 660 measurements of
5 s each, for a total acquisition time of ∼1 h.
V. CONCLUSIONS
The acquisition of very high resolution Raman spectra
(∼0.01 cm−1) is a problem that requires of very specific tools.
We have presented here a new ultra-high resolution Raman
spectroscopy technique that is specially tailored for low in-
tensity, complex and spectrally extended spectra, based in a
Fabry-Pérot/triple spectrometer tandem with multichannel ac-
quisition.
First, we described the technique and detailed the work-
ing principle of the system. We showed that the addition
of a CCD multichannel detector in conjunction with a high
resolution triple spectrometer dramatically reduces the long
acquisition times required by similar tandem systems with
monochannel detectors. This is made possible by our system’s
ability to independently record the intensity of several Fabry-
Pérot transmission modes in a simultaneous way.
Second, we characterized the tandem system in terms
of energy calibration and resolution, both theoretically and
experimentally. In particular, we proposed two different
methods for the control of the energy at which each exper-
imental point is acquired, namely, to change the gas pressure
inside the FP and to change the energy of the laser. We
compared their advantages and disadvantages, and made
explicit the limitations of the energy calibration. These results
are not exclusive to the system presented here and can be
applied to any FP/spectrometer tandem.
Finally, we presented experimental results that provide
evidence of the capabilities of this system for ultra-high reso-
lution Raman scattering. The system increases the resolution
of a typical Raman spectrometer by a factor of 40 or more
without affecting the spectral range, at the expenses of longer
acquisition times. These examples also demonstrate that this
technique can offer the same resolution than other tandem
systems with monochannel acquisition but with a much wider
spectral range, providing an effective finesse of the order of
1000 or more.
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